Case study of relevant pressures for an implanted hydrocephalus valve in everyday life.
Hydrocephalus patients with increased intracranial pressure are generally treated by draining cerebrospinal fluid (CSF) into the abdomen through an implanted shunt with a passive differential pressure valve. To perfectly adapt the valve's opening pressure to the patient's need, more information on the acutal pressure across the valve in everyday life actions like walking, eating, sleeping etc. is necessary.